Troubleshooting the malfunctioning Scott artificial urinary sphincter.
A rational approach to problems with the Scott artificial urinary sphincter is presented, which includes preoperative radiographic, endoscopic and urodynamic studies, and intraoperative electrical testing of device integrity and pressure/volume characteristics of the system.